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Abstract
We are developing a Time-of-Flight Positron Emission Tomography detector using ﬂat panel micro-channel plate photomultiplier
tubes (MCP PMT). The high-speed waveform sampling data acquisition is adopted to exploit the fast time response of MCP
PMT eﬃciently by using transmission-line readout scheme. To demonstrate the feasibility of the proposed detector, prototype
detector modules were built using Photonis XP85022MCP PMT, transmission-line board (TL), and high-speed waveform sampling
electronics equipped with DRS4 chips. The MCP/TL module was coupled to single LYSO crystal, and experimental tests have
been conducted in a coincidence setup to measure the responses to 511 keV annihilation photon. The details of the prototype
module, experimental setup, and the preliminary results are presented and discussed.
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1. Introduction
Positron Emission Tomography (PET) is a medical imaging modality to show the distribution of radio-tracer
in organs, and give metabolic activity by detecting two annihilation photons from positron emitting nuclides. To
conserve energy during positron annihilation, two out-coming photons move in nearly opposite direction with the
energy of 511 keV. Positron annihilation events are tagged by detection of two 511 keV gamma at the same time,
typically ∼10 ns of time window. As the new fast scintillators and electronics for time measurement are developed,
it becomes possible to localize the positron decay position within the detection time resolution: Time-of-Flight PET
(TOF PET) [1] [2], and thereby result in noise reduction in the image reconstruction. The beneﬁts of using TOF PET
include image quality improvement, reduction of the image scanning time, dose reduction, and increasing throughput,
etc. Current commercial clinical TOF PET scanners have reported 550∼600 ps [3][4] of coincidence time resolution.
To improve the coincidence time resolution while keeping or increasing detection eﬃciency is the key issues in TOF
PET instrumentation research.
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We have proposed a design of TOF PET detector employing the new technologies. The conceived TOF PET
design has three distinctive features compared to the conventional PET detectors. (1)Firstly, ﬂat panel micro-channel
plate photomultiplier tube (MCP PMT) [5] is adopted rather than commonly used PMT in our design. MCP PMT is
fast [6][7], position sensitive, compact in size, and less sensitive in the magnetic ﬁeld [8]. These characteristics of
MCP PMT would enable various new PET detector conﬁgurations that can hardly be realized with the conventional
PMTs. The 8"x8" ﬂat panel MCP PMT, which is currently under development by the LAPPD project [9], would be
suitable for the PET application. (2)The transmission-line readout scheme [10] utilizing fast timing of MCP PMT is
another new feature implemented in the design. In this readout scheme, the electrical signals of MCP PMT are formed
and transported on the anode strips running in parallel. Event position in one direction is obtained from the strip-line
coordinates weighted with their signal amplitudes. And the time diﬀerence of correlated signal on the same strip-line
makes it possible to extract the event position along the strip-line. In this way the number of electronics channels
can be reduced eﬃciently, especially for large area signal readout. (3)High-speed waveform sampling (≥5 GS/s) is
introduced to achieve precise time decision from the fast MCP PMT signal [11]. Conventional PET data acquisition
uses two signal digitization chains by splitting the PMT output, one for energy measurement using ADC, and the other
for time decision using TDC. This complexity can be avoided in waveform sampling readout: all the event information
is obtained in an uniﬁed way by processing the digitized waveform. The digitized waveform processing provides more
ﬂexibilities in event handling, e.g., oﬀset shift on base-line or pile-up events in high count rate condition.
The conceptual drawing of the PET detector design implementing these features is shown in Figure. 1. The
detector in the drawing consists of two modules, in each module an array of scintillator is coupled by two large area
ﬂat panel MCP PMTs. In addition to the 2-dimensional event position, the depth of interaction (DOI) is obtained
by using two MCP PMTs at both sides. Due to compact thickness of MCP PMT, the sensitivity of the detector can
be increased easily by stacking multiple layers of the module. A simulation study [12] was conducted to investigate
the feasibility of the design concept, and the results of the study show that the proposed design based on the ﬂat
panel MCP PMT is suitable for TOF PET detector. We have developed prototype PET detector modules and made
experimental tests to demonstrate the idea based on the MCP PMT, transmission-line readout and waveform sampling.
In the following sections, the technical details of the prototype module and experimental tests are described, and some
preliminary results are presented.
Figure 1. A conceptual drawing of the PET detector using ﬂat panel MCP PMTs. One detector module consists of an array of pixelated scintillators
and two MCP PMT panels. The high-speed sampling electronics digitize waveforms of transmission-line signal at both ends of the strips.
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2. Materials and Methods
2.1. A Prototype Module
The prototype detector module is built by using XP85022 from Photonis [13] and transmission-line board. The
XP85022 is a 2"x2" ﬂat panel MCP PMT which has two layers of MCP (chevron) with 25 μm diameter of pore; the
length-to-diameter ratio (L/D) is 40. The quantum eﬃciency of XP8022 is ∼24% at 400 nm wavelength. The anode
of XP85022 has 32x32 array structure with 1.1 mm size and 1.6 mm pitch. The electrical signals from the XP85022
anode are collected on the strips on the transmission-line board. The transmission board has 32 strips running in
parallel with 1.6 mm pitch to match the anode structure of XP85022. The board has 32 connecting points at both ends
of the strip for signal readout. The signal propagation speed on the strip-line is measured to be 0.46 c (c is a speed of
light in vacuum) using a collimated light emitting diode [14]. Figure 2(a) shows the anode structure of the XP85022
and transmission line board before assembly .
The waveform from the strips of the transmission-line board are recorded by the prototype readout board using
the DRS4 chip [15]. DRS4 is the high speed waveform sampling chip based on Switched Capacitor Arrays (SCA)
technology, and provides nine channels each with 1024 capacitor cells. The input dynamic range of the DRS4 is
1 V, and the maximum sampling speed is ∼5 giga-samples per second (GS/s). The prototype readout board has
eight channels in a 7”x8.75” PCB board. Signal inputs is ampliﬁed with 5 times ﬁxed gain (LMH6702MF) and
fed to analog memory buﬀers of DRS4 chip for sampling. With trigger signals, writing to analog buﬀer memories
are stopped and digitized by 12 bit octal ADC (AD9222, Analog Devices) in parallel. The digital memory buﬀer
stores 8 events per channel; each event has size of 1024 x 12 bit. The trigger of the board is made by external or
a combination of discriminators of eight input channels. ADC and memory buﬀer are controlled by Xilinx FPGA
(XC5VLX30T-1FF665C). The prototype readout board is shown in Figure 2(b).
Figure 2. (a) A prototype detector module before assembly. A XP85022 MCP PMT showing anode array structure is placed on top of the
transmission-line board. The 32 strip-lines of the board can be connected to DRS4 inputs through LEMO cables. (b) A waveform readout board
employing the DRS4 chip provides eight input channels for waveform sampling, an external trigger, and an Ethernet interface.
2.2. Experimental Setup
The experimental setup consists of a MCP PMT/TL module and Hamamatsu R9800 PMT. A single LYSO crystal
with dimension of 3x3x10 mm3 (Proteus Inc.) is optically coupled to the window of MCP PMT/TL via a 3x3 mm2
side, and other sides of the crystal are wrapped by white Teﬂon tape. A Fluke 415B power supply unit provides
-2350 V of high voltage to MCP PMT/TL module; the MCP gain is estimated to 2x106 at the applied voltage. For
a coincidence detector, the R9800 PMT is coupled with an LSO crystal with 6.2x6.2x25 mm3, and -1000 V of
high voltage is applied by another Fluke 415B unit. The smaller gain of the PMT with the lower high voltage is
compensated by the embedded ampliﬁer in the readout board to keep the overall gain at ∼106. Two detector modules
are located 7 cm away from each other, and a 22Na source with a 0.25 mm active diameter is placed in the middle of
the two modules as a positron annihilation source. Figure 3(a) shows the MCP PMT/TL module and R9800 PMT in
coincidence setup.
The output signals from the MCP PMT/TL module and R9800 PMT are readout by two readout board providing
16 input channels in total; one channel is assigned to the R9800 PMT, and the other 15 channels are connected to the
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strips from the MCP PMT/TL module. External trigger signal for the readout board is prepared by using Lecroy 622
coincidence unit and 623B discriminators; 50 mV and 100 mV thresholds are set for the R9800 PMT and sum of four
strips from MCP PMT/TL module, respectively. Waveforms from the detector modules are sampled at 5 GS/s. The
block diagram to depict the experimental setup is shown in Figure 3(b).
R9800 PMT
XP85022 MCP/TL
Fluke 415B
HV : -1000V
Fluke 415B
HV : -2350V
Two DRS4 boards
16 channels (15+1)Na22
LSO
LYSO
Light Shielded Box
PC
Ethernet
   Port
b
Figure 3. (a) Two detector modules in coincidence setup. A MCP PMT/TL module after assembly is placed on the bottom, and a Hamamatsu
R9800 PMT is used as coincidence detector. (b) A block diagram of the experimental setup.
2.3. Waveform Processing
The waveforms sampled by the readout boards are stored in hard disk for oﬀ-line analysis. One coincidence event
consists of 16 set of waveform, each waveform having 1024 sampling points with ∼200 ps, thus having ∼200 ns
of sampling interval. Figure 4 shows an example waveform on a strip from the MCP PMT/TL. The polarity of the
waveform is inverted for display purpose in the ﬁgure. The waveform processing to get the event information can be
summarized as follows.
(a) Base-line correction: the sampled point in the ﬁrst 20 ns in the waveform is used for oﬀset shift of the base-line.
The base-line correction is made for each waveform.
(b) Photon energy: the energy deposition of annihilation photon is estimated by the area integration of waveform.
Pulse amplitudes of the sampled point are summed up for 150 ns, from the pulse starting point.
(c) Event time: the event time uses only the rising part of the waveform. A low-pass ﬁlter is applied to reduce
high-frequency noise in the 20 ns length sub-waveform around the rising part. The sub-waveform is up-sampled
to have ∼10 ps sampling interval by using cubic-spline interpolation algorithm [16]. Two kinds of time pick-up
are applied on the newly interpolated waveform for determining event time: the leading-edge discriminator (d-
LED) and the constant-fraction discriminator (d-CFD) are implemented. d-LED uses a ﬁxed threshold, while the
threshold in d-CFD can vary depending on the pulse amplitude. Time crossing the threshold is calculated from the
linear interpolation between two adjacent points around the threshold amplitude. Figure 4(b) shows the close-up
of rising part of the waveform in Figure 4(a), and describes how d-LED and d-CFD determine the event time.
(d) Position: the crystal position along the strip direction is calculated from the time diﬀerence measured at two ends
of the transmission-line strip. The two waveforms propagating toward the ends are identical in shape and ampli-
tude. A new time pick-up method is developed to exploit the correlation of two waveforms; multiple leading-edge
discriminator (m-LED) uses several diﬀerent thresholds on the rising part of waveform. The averaged time diﬀer-
ence measured at multiple thresholds is more accurate than the ones using single threshold. The crystal position
perpendicular to the strip direction is obtained from the strips’ coordinates weighted by the signal amplitude.
3. Results
3.1. Performances of the waveform sampling readout board
Amplitude calibration of the readout board is carried out for all the capacitor cells by varying oﬀset voltages in
range [-0.45V, 0.45V]: the oﬀset voltage range [-0.5V, 0.5V] can be controlled by the 12 bit DAC value. The oﬀsets
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Figure 4. (a) A waveform from a strip-line recorded by the waveform readout board (DRS4). (b) Close-up of the rising part of the same waveform.
The time pick-up in the leading-edge discriminator (d-LED) uses a ﬁxed threshold, while the constant fraction discriminator (d-CFD) relies on the
varied threshold with the pulse amplitude (A) and the fraction (f) coeﬃcient.
and relative gains of the capacitor cells are calibrated. Since the detector output signal is negative polarity, the dynamic
range is chosen to [-0.9, 0.1V] range by adjusting the oﬀset voltage. Figure 5(a) shows the noise level of the readout
board after the amplitude calibration. The RMS of the noise level is measured to 1.5 mV, which is higher than 0.35
mV in the DRS4 chip speciﬁcation [17]. The on-board ampliﬁer is thought to cause the noise level increase, and under
investigation.
For timing calibration, Gaussian shape pulse having -250mV amplitude and 1.6 ns width is generated by using
a Lecroy 9211 unit. The pulse is split by a T-connector, and fed to two input channels of the readout board. The
diﬀerent length of cables are used for two channels. From the ﬁxed delay between channels, time diﬀerences between
adjacent capacitor cells are determined. Since waveforms in the two channels are identical, m-LED method is used
for the precise time diﬀerence measurement. The time calibration is carried out at the ﬁxed sampling rate at 5 GS/s, at
which the readout board runs to take coincidence data. After time calibration, the time diﬀerence between channels is
measured, and the result is shown in Figure 5(b). From the distribution in the ﬁgure, 11 ps FWHM of time resolution
is measured for the two channels. (Time resolution of single channel is estimated to 7.5 ps). This result is larger than
∼7 ps FWHM using the DRS4 evaluation board (∼3 ps) [14]. The higher noise level is expected to cause the worse
time resolution.
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Figure 5. (a) noise level (∼1.5 mV RMS) of 1024 capacitor cells in the waveform readout board. (b) Electronic time resolution ∼11 ps FWHM is
measured for two channels of the board.
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3.2. Energy
The energy spectrum of 511 keV photon measured by a MCP PMT/TL module is shown in Figure 6(a). To obtain
the energy of the strip, the area of the waveform is integrated for 150 ns from the pulse start. The energy of the
module is the sum of the 15 strips, the photo-peak of the spectrum is normalized to 511 keV. The photo-peak is clearly
separated from the Compton scattering, and the energy resolution at 511 keV is measured to be ∼16.7% (FWHM).
Figure 6(b) shows the energy proﬁle measured in the 15 strips. The photo-peak events in [400, 650]keV are selected,
and the energy fraction of the strip is normalized by the energy sum. The signal spread across the strips is ∼ 8 mm in
FWHM, which is larger than the crystal dimension.
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Figure 6. (a) Pulse-height spectrum of 511 keV annihilation photon measured by a MCP PMT/TL module. 15 strip-line signals are summed-up
and the photo-peak is normalized to 511 keV. (b) Energy proﬁle measured in 15 strip-lines from the 511 keV photo-peak events.
3.3. Coincidence Time
The coincidence time between the MCP PMT/TL module and R9800 PMT is measured for events in the photo-
peak; the energy of theMCP PMT/TLmodule is obtained by summing-up energies from 15 strip-lines, and photo-peak
events with [400, 650] keV energy for both modules are selected for the coincidence time measurement. To determine
the event time for each strip-line, the d-LED and d-CFD threshold are applied on the rising part of the waveform.
Figure 7(a) shows the diﬀerential time of two detector modules. The coincidence time resolution is measured to be
∼370 ps (FWHM) from Gaussian ﬁt. The result shown in the ﬁgure is obtained by applying the d-LED method with 8
mV threshold to the six highest energy strips (#15, 16, 17, 18, 19, 20 in Figure 6(b)); the average of six strips is taken
as the event time for the MCP PMT/TL module. The time resolution dependence on the threshold is measured by
varying the applied thresholds in d-LED, and is shown in Figure 7(b). The result shows that the best coincidence time
resolution is achieved at lower threshold, and the time resolution becomes worse as the threshold increases. Similar
tendency is observed in the result using the d-CFD time pick-up method.
3.4. Position
The crystal position perpendicular to the strip-line direction is obtained from the signal spread by
y =
∑
i
eiyi/
∑
i
ei, (1)
whereei and yi is the partial energy and positions of the ith strip, respectively. The position measurement at two
diﬀerent crystal locations is shown in Figure 8(a). For this measurement, two LYSO crystals (3x3x10 mm3) are
placed next to each other, and energy window [400, 650] keV is required for photo-peak events. At each location, the
position is determined precisely with ∼0.46 mm FWHM resolution.
The crystal position along the strip-line is inferred from the diﬀerential time measured at both ends of the strip. The
highest energy strip (#17 in Figure 6) is used for the measurement. Figure 8(b) shows the diﬀerential time measured
1486   H. Kim et al. /  Physics Procedia  37 ( 2012 )  1480 – 1487 
 / ndf 2χ
 50.27 / 45
Constant  5.3± 280.6 
Mean      0.00± -23.57 
Sigma
 0.0018± 0.1578 
Tme difference (ns)
-25 -24.5 -24 -23.5 -23 -22.5 -22
En
tri
es
 / 
20
 p
s B
in
0
50
100
150
200
250
300 a
370 ps FWHM
d-LED Threshold (mV)
0 10 20 30 40 50 60 70 80 90 100
Co
in
ci
de
n
ce
 
Ti
m
e 
Re
so
lu
tio
n 
in
 F
W
H
M
 
(ps
)
340
360
380
400
420
440
460
480
500
d-CFD Fraction
0 0.02 0.04 0.06 0.08 0.1 0.12 0.14 0.16 0.18 0.2
d-CFD
d-LED
b
Figure 7. (a) Diﬀerential time between the MCP PMT/TL module and R9800 PMT in 511 keV photo-peak events. ∼370 ps FWHM of coincidence
time resolution is obtained by applying the d-LED with 8 mV threshold. (b) Coincidence time resolution dependence on the applied threshold in
d-LED and on the fraction in d-CFD.
at two diﬀerent locations along the strip-line. The two LYSO crystals are separated 20 mm from each other on the
strip-line. The position resolution along the strip is inferred to be ∼2.8 mm FWHM from ∼40 ps of the diﬀerential
time resolution and the signal propagation speed on the strip (0.46 c). The distance between two crystals calculated
from the time diﬀerence is ∼16.4 mm, which is smaller than the actual distance, 20 mm. An eﬀect due to the LYSO
crystal area (3x3 mm2) might be one of the possible reasons of the diﬀerence. The investigation is underway by using
a computer controlled positioning stage with 2.5 μm precision to localize the injection of 511 Kiev gamma into the
LYSO crystal.
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Figure 8. (a) Crystal position perpendicular to the strip-line direction is calculated from the strip-line coordinates weighted with their energies;
∼0.46 mm FWHM for the position resolution is measured. (b) Diﬀerential time measured at two LYSO. ∼2.8 mm FWHM is inferred from ∼40 ps
of the diﬀerential time resolution.
4. Summary
We have developed PET detector modules using 2"x2" Photonis XP85022MCP PMTs as a demonstration of large
area ﬂat panel MCP PMT based TOF PET. In the prototype module, transmission-line readout scheme is adopted to
eﬃciently collect signals from the large area MCP PMT with smaller readout channels. For data acquisition, high-
speed waveform sampling by using the DRS4 prototype boards is employed to ensure the fast time response of
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MCP PMT and also to precisely determine the event time. For the experimental tests, each MCP PMT/TL module
is optically coupled to single LYSO crystal (3x3x10 mm3), and detector responses to 511 keV annihilation photon
are measured using the data taken in coincidence mode. Preliminary results obtained from the experiments can be
summarized as follows: ∼16.7% of energy resolution at 511 keV, ∼370 ps (FWHM) coincidence time resolution, and
position resolution of ∼2.8 mm (0.46 mm) (FWHM) along (perpendicular to) the strip-line. This preliminary results
demonstrate that the proposed detector technology is applicable to TOF PET, and works to make the modules more
realistic (e.g., using array of scintillators) is underway.
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